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Objective - To determine technical procedures and
criteria used by Brazilian physicians for measuring blood
pressure and diagnosing hypertension.

Methods - A questionnaire with 5 questions about
practices and behaviors regarding blood pressure measu-
rement and the diagnosis of hypertension was sent to
25,606 physicians in all Brazilian regions through a
mailing list. The responses were compared with the recom-
mendations of a specific consensus and descriptive analysis.

Results - Of the 3,621 (14.1%) responses obtained, 57%
were from the southeastern region of Brazil. The following
items were reported: use of an aneroid device by 67.8%; use of
a mercury column device by 14.6%; 11.9% of the partici-
pants never calibrated the devices; 35.7% calibrated the
devices at intervals < 1 year; 85.8% measured blood pressure
in 100% of the medical visits; 86.9% measured blood pressure
more than once and on more than one occasion. For hyper-
tension diagnosis, 55.7% considered the patient’s age, and
only 1/3 relied on consensus statements.

Conclusion - Despite the adequate frequency of both
practices, it was far from that expected, and some contra-
dictions between the diagnostic criterion for hypertension
and the number of blood pressure measurements were
found. The results suggest that, to include the great majo-
rity of the medical professionals, disclosure of consensus
statements and techniques for blood pressure measure-
ment should go beyond the boundaries of medical events
and specialized journals.
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Blood pressure measurement with the indirect method
with the auscultatory technique is the most frequently used
procedure in clinical practice for the diagnosis of arterial
hypertension and assessment of the efficacy of treatment.

The international recommendations presented in the
VI Joint National Committee on Prevention, Detection,
Evaluation, and Treatment of High Blood Pressure 1 by the
World Health Organization and the International Society of
Hypertension 2 point to principles that constitute the bases
for correct measurement of blood pressure. Likewise, the III
Brazilian Consensus on Hypertension 3 recommends the
routine for standardization of blood pressure measurement.

Preoccupation with standardization of blood pressure
measurement is not a new fact. Since 1939, the American
Heart Association 4 has discussed the procedure and publi-
shed recommendations in the years 1951, 1967, 1980, 1988,
and 1993 5, the last with adjustments in 1997 2. At each re-
commendation, new aspects related to the technician,
equipment, patient, environment, and technique have been
discussed aiming at eliminating the possibility of errors,
which compromise the reliability of blood pressure measu-
rement, and, consequently, the diagnosis of hypertension.

Of the errors regarding the equipment, lack of sphyg-
momanometer calibration stands out 6,7. In regard to proce-
dures, the frequency of blood pressure measurement during
medical visits is low. In studies carried out in Salvador, in the
state of Bahia, at different periods of time (1984 and 1993) 8,9,
the authors reported that blood pressure was only recorded
in 19% and 29% of the medical visits in the basic health
network. In the city of São Paulo, considering 500 medical
visits to a university-affiliated hospital, blood pressure rea-
dings occurred in 39% of the medical visits. In the city of So-
rocaba, in the state of São Paulo, a study of the medical re-
cords of hypertensive patients showed that blood pressure
had been recorded in 68% of the first medical visits 10,11.

Another important aspect is the number of blood pres-
sure measurements required for the diagnosis of hyperten-
sion, which was consensually recommended as at least 2
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readings on 2 or more occasions. Hypertension has been
characterized as the permanent maintenance of mean values
m 140/90 mmHg 1-3. The diagnosis of hypertension, a
disease affecting more than 20% of the adult population and
up to 50% of the elderly population, depends on the type of
practice related to the behavior of the professional and the
diagnostic criterion. Even if asymptomatic, as in most hy-
pertensive patients, hypertension accounts for an impor-
tant reduction in life expectancy and quality of life, which are
reasons sufficient to make blood pressure measurement,
indeed, a routine medical procedure.

Despite the existing recommendations and the personal
and social relevance of the problem, it is yet unknown how
blood pressure is measured and the degree of medical
adherence to the current consensus and guidelines in Brazil.

Considering all these highlighted issues, the objec-
tives of this study were to determine how the basic technical
procedures of blood pressure measurement and the opera-
tional criteria for the diagnosis of hypertension are used in
daily medical practice.

Methods

In 1999, 25,606 questionnaires were sent to Brazilian
physicians - general practitioners, cardiologists, and ne-
phrologists - through a mailing list with responses being
voluntary, covering the entire clinical registry of a large,
national pharmaceutical manufacturer. The southeastern
region, mainly the states of Rio de Janeiro and São Paulo,
had a concentration of 50% of the registered professionals.
Therefore, no intentional selection of the physicians who
should receive/complete the questionnaires occurred, ei-
ther by the investigators or by the manufacturer. The ques-
tionnaire comprised 5 simple questions, which required 3
minutes, at most, to answer, and encompassed practices and
behaviors regarding blood pressure measurement and the
diagnosis of hypertension as follows: 1) type of device
used for blood pressure measurement; 2) frequency of cali-
bration of the device used; 3) number of blood pressure
measurements for the diagnosis of hypertension; 4) number
of occasions on which blood pressure measurement was
used for the diagnosis; 5) diagnosis of hypertension follo-
wing the recommendations of the current consensus 1,2. The
following results were expected: a) that the aneroid device
was the most frequently used, although the mercury co-
lumn sphygmomanometer was the most indicated; b) that
calibration of the devices was sporadic; c) that blood pres-
sure measurement was performed at each and every medical
visit; d) that the diagnosis was based on more than 1 mea-
surement and on more than 1 occasion; and e) that the blood
pressure cut point of ³ 140/90 mmHg was the criterion for the
diagnosis of hypertension, according to current consen-
sus. The analysis was descriptive.

Results

We received 3,621 (14.1%) responses, 57% of which

were from the southeastern region, 22% from the southern
region, 15% from the northeastern region, 5% from the west
central region, and 1% from the northern region.

The aneroid sphygmomanometer was the most fre-
quently used device (67.8%); only 14.6% of the respon-
dents used the mercury column device; the automated
device was mentioned by only 1.8% of the respondents
(tab. I). When 2 types of sphygmomanometer were consi-
dered, 413 (77.8%) reported using both the aneroid and the
mercury column devices. Calibration of the device in a pe-
riod shorter than 1 year was reported by 35.7% of the res-
pondents, while 32.3% calibrated the device only when it
had a defect, and 11.9% never calibrated (tab. I).

The majority of the physicians (85.8%) reported mea-
suring blood pressure at all medical visits, and 86.9%
reported measuring it more than once on different occa-
sions to establish the diagnosis of hypertension. In regard
to classifying the patients as hypertensive, for more than
half of the respondents (55.7%), age was an important
element in selecting the cut points for blood pressure levels

  Table I - Devices used for blood pressure measurement and
calibration periodicity

               Variables Nº %

Type of device:
• aneroid 2,457 67.8
• Hg column 529 14.6
• automated 64 1.8
• 2 types 531 14.7
• 3 types 25 0.7
• no information 15 0.4

Calibration periodicity:
• < 1 year 1,293 35.7
• ≥ 1 year 699 19.3
• never calibrated 431 11.9
• when required 1,168 32.3
• no information 30 0.8

Table II – Behavior of the professionals in regard to blood pressure
measurement

Variables Nº %

Measure blood pressure in:
• 100% of the cases 3,107 85.8
• 75% of the cases 430 11.9
• 50% of the cases 54 1.5
• 25% of the cases 18 0.5
• no information 12 0.3

Base their diagnosis on:
• 1 measurement on 1 occasion 40 1.1
• more than 1 measurement on 1 occasion 321 8.9
• more than 1 measurement on more than 1 occasion 3,147 86.9
• 2 or more alternatives 95 2.6
• no response 18 0.5

Used as a diagnostic criterion:
• blood pressure  ≥ 140/90mmHg 1,176 32.5
• blood pressure  ≥ 160/95mmHg 361 10.0
• relies on age 2,017 55.7
• 2 or more of the above possibilities 27 0.7
• no response 40 1.1
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(tab. II); on the other hand, only 32.5% used the recommen-
ded criterion of blood pressure m 140/90 mmHg.

Discussion

Contrary to data in the national literature  8-11, the most
important finding in this study was the high frequency of
blood pressure measurement reported at most medical visi-
ts (85.8%), even though far from that which should be requi-
red, ie, blood pressure measurement in 100% of the patients.

The remaining issues approached are the first national
results that emphasize the correct attitude in accordance with
the consensus, when most professionals (86.9%) report the
use of more than 1 blood pressure measurement on more than
1 occasion for the diagnosis of hypertension. This recommen-
dation is required because of the characteristic blood pressu-
re fluctuations 10. Reeves 12, when considering this aspect,
reported that blood pressure varies both from minute to mi-
nute with a standard deviation of approximately 4 mmHg for
the systolic reading and 2-3 mmHg for the diastolic reading,
and throughout the day and on different days, with a varia-
tion of 5-12 mmHg for systolic blood pressure and 6-8 mmHg
for diastolic blood pressure. On the III Brazilian Consensus
on Hypertension 3, it was agreed that, at each medical visit,
blood pressure should be measured at least twice at 1-to-2-
minute intervals; if the diastolic pressure values differed by 5
mmHg or more, new measurements should be taken until the
difference was lower than that value. According to the
patient’s clinical condition, the measurements should be re-
peated at least at 2 or more medical visits; on the first evalua-
tion, blood pressure should be taken on both upper limbs
with the patient seated or lying down, or both.

As expected, the aneroid sphygmomanometer was the
most commonly used device, even though with no concern
in regard to its calibration, which was reported as being
performed in a period shorter than 1 year by only 1/3 of the
respondents. Currently, the choice of the proper device for
blood pressure measurement is widely discussed. When
the aneroid device is chosen, the difficulty in calibrating the
manometer should be highlighted. By the end of the 1990s,
in São Paulo, 60% of the aneroid devices and 21% of the
mercury column devices were found not to be calibrated 6.
The recommended calibration periodicity is at least once
every 6 months, and the aneroid device should be counter-
checked with an adequately calibrated mercury column de-
vice. For aneroid manometers, the alignment of the needle
with the zero point does not mean that the device is calibra-
ted; on the other hand, in the mercury column device, if the
meniscus is in that position, the calibration is adequate. The
wide use of aneroid sphygmomanometers may perhaps be
justified by their convenient size and weight, which
facilitate their transportation.

Negative aspects of the use of mercury column devi-
ces have been discussed. O’Brien 13,14 foretells that sphyg-
momanometry will undergo changes in this millennium due
to mercury toxicity to the environment, and that, once its
use is abolished, less resistance to the introduction of kilo-

pascal as a unit for blood pressure measurement will occur.
Holland and Sweden do not allow the use of mercury devi-
ces in hospitals, preferring the aneroid or automated devi-
ces. The latter represent an alternative, as long as accurate
and abiding by the operational rules recommended by the
British Hypertension Society and the Association for the
Advancement of Medical Instrumentation 15. However, a
recent survey evaluating devices used in ambulatory blood
pressure monitoring in 3 epidemiological studies showed
that 14 values of systolic blood pressure, among which 4 in
the range from 140 to 160 mmHg, were persistently omitted
by the devices 16. It is worth noting that a number of automa-
ted devices were designed for blood pressure measurement
by the patient at home and the routine use in hospitals or in
clinical practice is the one to be assessed. In addition, most
devices use the oscillometric method for blood pressure
measurement, which is not appropriate in conditions of
complex arrhythmias. Undoubtedly, in the near future,
automated devices will tend to replace the indirect method
based on the auscultatory technique, reducing the possi-
bility of errors inherent to the device and the observer.

As a diagnostic parameter, most respondents adopt
age and not the cut points of blood pressure values recom-
mended by consensus statements. This preference leads to
an underestimation of the diagnosis (false negative) in the
population assisted, consequently delaying the treatment
and its benefits, such as a reduction in cardiovascular mor-
bidity and mortality.

This study does not include all clinical specialties, but
those whose professionals account for blood pressure
measuring in daily medical practice. This does not invali-
date the results, but the external validity is impaired by the
limitation of the origin of the participants from a single re-
gistry. However, even with a response rate of 14.1%, the size
of the respondent case series would have been sufficient to
extrapolate the results for the country, had the sample been
probabilistic. Despite the facilities provided for question-
naire return, the anonymity of the responses, and just one
professional category (physicians) being targeted, the ex-
pected cooperation did not occur. More than half of the res-
ponses came from the southeastern region, to where 50% of
the mailing was sent. Even when the interviewees are gathe-
red at a professional event, the high frequency of lack of res-
ponse and concentration of the responses by professio-
nals living in the region or in the place housing the inquiry
have been recently observed in Brazil, when assessing
some type of knowledge related to medical practice 17. The
response rate to questionnaires sent by mail is usually low
and varies with the focus and the disease being investi-
gated. In an approach similar to that in this study, the res-
ponse rate reached 67% in Canada 18 in 1997, and 34% in
Houston 19, in the United States, in 2000. The negative beha-
vior of the Brazilian professional is probably due to not re-
cognizing the value of their responses for understanding
the national reality in regard to such an important problem
as hypertension.

Anonymity theoretically would avoid the nonres-
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ponse bias due to not knowing the techniques and the con-
sensus statements considered in this study. To suppose
the existence of bias resulting from the origin of the respon-
ses of the professionals, who would consider themselves
better informed, is not in accordance with the important
observation that was the discordance in regard to the cor-
rect information concerning the number of blood pressure
measurements and the occasions required for that measu-
rement, and the incorrect information concerning the crite-
rion for the diagnosis of hypertension and the periodicity of
device calibration. To suppose that the southern and sou-
theastern professionals were the major respondents theore-
tically because they were the most updated professionals
does not seem to be true.  In a national experience with the
previously reported investigation conducted in the northe-
astern region, the professionals of that area were those who
adhered most to the inquiry 17. Therefore, it is not known
whether the results would be similar, had the sample been
probabilistic and originated from a large registry of profes-
sionals, such as that of the Brazilian Medical Association,
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even though that should be the best sampling alternative.
However, this report is particularly relevant mainly due to
the lack of national data that may serve as a start or alert, or
both, for similar investigations in the country, and due to
the fact that the responses, as suggested by the authors,
may undergo validation tests.

The investigation revealed that aspects inherent in the
blood pressure measurement procedure and diagnostic cri-
teria of hypertension need to be reinforced in the medical
population of the country, through means of information
other than congresses and specialized events. Medical
journals are limited to the medical population. The continu-
ous education of health professionals remains a possibility
for informing and updating, but other forms of wider infor-
mation disclosure more appropriate to the profile of the
Brazilian physicians should be encouraged.
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